MONTANA STATE UNIVERSITY-BOZEMAN
PURCHASING DEPARTMENT SUMMARY OF BIDS
IFB# B0001117 Date Due: 03/23/2005
Northwesiern Sysiems Corp
SUPPLIER NAME: Getinge USA Inc Northwestern Systems Corp #2 Scientek Technology Corp Tecniplast USA Inc
ITEM QTY  UNIT EXT EXT EXT EXT EXT
1 Cage Washer 1 Ea [$ 208,302.00 $ 208,302.00|$ 100,580.25|$ 100,580.25|% 149,500.00 $ 149,500.00|$ 94,484.00 | $ 94,484.00| $ 161,781.00 | $ 161,781.00
Other Costs $ 29,000.00 | $ 29,000.00 $ 8,540.00 $ 8,540.00 | $ 10,295.00 | $ 10,295.00|$ 40,593.00 | $ 40,593.00
(installation; freight;
training; warranty)
Tanks Frt & Installation
2 Bottle Washer 1 Ea |incl incl $ 23,460.00 $ 23,460.00 $ 2571400 | $ 25714.00|$ 18,647.00 | $ 18,647.00
Other Costs $ - s - % - $ 4,055.00 | $ 4,055.00 | $ 721.00 | $ 721.00
(installation; freight;
training; warranty)
Including Stainless Tables
3 Presentation Racks 2 Ea |incl incl $ 4,980.00  $ 9,960.00 $ 11,060.00($ 3,487.00 $ 6,974.00
for washing rodent
cages and
accessories
4 Presentation rack for 1 Ea |incl incl $ 4,350.00 $ 4,350.00 $ 7,280.00|%$ 2,989.00 $ 2,989.00
washing rabbit cage
pans and monkey
cage pans
$ 590.00
5 Stainless steel crate 2 Ea [ N/A N/A $ 380.00 | $ 760.00 $ 550.00 $ 1,100.00 | $ 105.00 | $ 210.00
which holds 200 ml to
260 ml bottles
6 Stainless steel crate 2 Ea | N/A N/A $ 380.00 $ 760.00 $ 550.00 | $ 1,100.00 | $ 105.00  $ 210.00
which holds 400 ml
bottles
$420 $420 $35 $35
TOTAL: $ 237,302.00 $ 124,040.25 $ 158,040.00 $ 134,548.00 * $ 221,742.00
90 Days ARO & Approved Available to order in October
Delivery: 60 Days ARO Drawings 2005; delivery 4th Q 2005 90-120 Days ARO 26-28 Weeks ARO
F.O.B. Shipping Point DE DE | DE |
10% Deposit with return of 30% wiorder; 55% at
approved shop drawings; 40% shipment; balanc 15% due N30
on delivery; 40% on installation;
Terms: N30 N30 10% following inservice
Signed: Yes Yes Yes Yes
Literature: NO Yes Yes Yes
NO (not yet released; no unis
References Provided (4)? NO Yes installed) Yes Yes
Warranty Info Provided? Yes Yes | Yes Yes
YES (Beta Product; no NO - (Rotary not Oscillating
documentation to substantiate  |spray arm; no H202
Requirem‘ents - Understands ar‘1d Con‘qplies? NO NO compliance) ‘ disinfection) ‘ Yes

* Lowest Responsive (all requirements met) and Responsible Bidder




